[Equipment realization of the Bouilland selective transformation for the routine analysis of the slow waves of cardiac rhythm].
An increased amplitude of the cardiac rhythm slow waves is a significant indication for the initial stage of occupational fatigue. To control the dynamics of these waves, a multichannel device is offered which measures continuously the cardiac cycle duration (R--R intervals) and transforms the measured values in the real-time mode.